[An unusual cause of obstruction of the anesthesia circuit ].
The authors report an unusual accident, uneventful for the patient, due to the mobilization of a foreign body (a piece of tape) inside the anaesthesia circuit, following Emergency Oxygen administration. The accident dynamics and the safety of anaesthesia equipment are discussed.